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Abstract—Conventional linear arrays can be used for 3D ultra-
sound imaging, by moving the array in the elevation direction and
stacking the planes in a volume. The point spread function (PSF)
is larger in the elevation plane, as the aperture is smaller and has
a ﬁxed elevation focus. Resolution improvements in elevation can
be achieved by applying synthetic aperture (SA) focusing to the
beamformed in-plane RF-data. The method uses a virtual source
(VS) placed at the elevation focus for post-beamforming. This
has previously been done in two steps, in plane focusing followed
by SA post-focusing in elevation, because of a lack of a simple
expression for the exact time of ﬂight (ToF). This paper presents a
new method for calculating the ToF for a 3D case in a single step
using a spherical defocused emission from a linear array. The
method is evaluated using both simulated data obtained by Field
II and phantom measurements using the RASMUS experimental
scanner. For the simulation, scatterers were placed from 20 to
120 mm of depth. A point and a cyst phantom were scanned by
translating a 7 MHz linear array in the elevation direction. For
a point placed at (25, 8, 75) mm relative to the transducer, the
mean error between the calculated and estimated ToF is 0.0129 µs
(0.09λ), and the standard deviation of the ToF error is 0.0049λ.
SA focusing improves both contrast and resolution. For simulated
scatterers at depths of 40 and 70 mm the FWHM is 83.6% and
46.8% of the FWHM without elevation SA focusing. The main-
lobe to side-lobe energy ratio (MLSLR) for the scatterers is 32.3
dB and 29.1 dB. The measurement of a PSF phantom at a depth
of 65 mm shows a relative FWHM of 27.8%. For an elevation
sampling distance of 0.63 mm, the MLSLR for the two simulated
scatterers is 26.4 dB and 27.9 dB. For the point phantom the
MLSLR is 16.3 dB. If the elevation sampling distance is increased
to 0.99 mm, the two simulated scatterers have a MLSLR of 21.1
dB and 15.8 dB respectively, and the point phantom has an
MLSLR of 5.2 dB. The cyst phantom shows an improvement of
5.8 dB in contrast to noise ratio, for a 4 mm cyst, when elevation
focusing is applied.
I. INTRODUCTION
The use of linear array transducers to acquire 3D volume
ultrasound (US) images is more common to 2D array ac-
quisition. A linear array is readily commercially available,
has relatively few elements and can be used with modern
ultrasound scanners. A drawback is that the array must be
mechanically moved for a volume acquisition, increasing
acquisition time. 3D volume acquisition with linear arrays
have traditionally been done by imaging one plane and moving
the transducer, creating the 3D volume by stacking individual
planes. These volumes have good lateral and depth resolution,
but poor elevation resolution and contrast because of the small
elevation aperture size.
Using synthetic aperture (SA) focusing technique to im-
prove the resolution of a ﬁxed focus transducer has been
shown feasible in [1]. This has further been used in [2]–
[4] with linear and phased array transducers, to allow for
both lateral and elevation focusing. Here a set of planes are
beamformed with SA focusing, generating a set of lateral scan-
lines. The volume is created by beamforming the scan-lines
in elevation by assuming that the elevation focus is a virtual
source. Previous work has shown a signiﬁcant increase in both
elevation resolution, contrast, and signal to noise ratio (SNR)
when applying this 2-step elevation beamforming method.
The method presented in this paper allows for a precise
time of ﬂight (ToF) calculation for lateral and elevation
beamforming, using only a single beamforming step. This
removes the requirement for beamforming in-plane points at
the Nyquist criteria, and only uses points required for the
volume. Section II will describe the equations and theory used
in the method, the measurement setup is described in Section
III, and Section IV will show the results from both simulation
and measurements. The paper concludes in Section V.
II. THEORY
SA focusing applied to linear arrays is traditionally done
by calculating the ToF for a spherical wave emanating from
a single point, allowing each emission to contribute to the
focusing of the entire insoniﬁed region. As SA has an inherent
low SNR, virtual sources (VS) [3], [5], [6] and frequency
modulation [7] are used to increase the emitted energy.
The method of calculating the ToF is a two-fold process, as
a VS is used both in the lateral and the elevation direction. The
process is shown in Fig. 1 where the blue point is the desired
beamformed point denoted rp, the red dotted lines show the
acceptance angle for the transmit VS and the blue dashed lines
show the acceptance angle for the VS placed at the elevation
focus. The point rp is projected onto the xz-plane (lateral -
depth) by letting the depth of the point be the distance traveled
by the sound on a plane orthogonal to the xz-plane, by placing
a VS at the elevation focus on the same lateral position as rp.
The depth of the new point will be given by
zproj =
√
r2p,y + (rp,z − zele)2 · sign(rp,z − zele) + zele, (1)
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Fig. 1. Illustration of the ToF calculation. Red dotted lines are transmit VS
acceptance angle, blue dashed lines are elevation focus acceptance angle, the
dotted black line is transmit ToF for the beamformed point, and solid black
line is the total ToF for the projectet point. The blue point rp is the desired
beamformed point, and the red point rv is the virtual projected point.
where rp,y, rp,z is the elevation and depth position of rp
relative to the transducer and zele is the depth of the elevation
focus. This virtual point is used for the ToF calculation using
in-plane SA focusing. The virtual point, denoted rv , will have
the coordinates (rp,x, 0, zele). The equation for the total ToF
for a transmission to the m’th receive element is given by
tToF,m =
|rv − rV S | + |rv − rrcv,m|
c
, (2)
where rV S is the position of the transmit VS, rrcv,m is the
position of the m’th receiving element, and c is the speed of
sound. The path is shown by the solid black line in Fig. 1.
The signal amplitude for a single point is given by summing
the received signals at the time instances calculated by (2),
which yields
s(rp) =
J∑
j=1
M∑
m=1
N∑
n=1
aj,m,n · gj,m,n(tToF,m), (3)
where aj,m,n is the apodization and gj,m,n is the signal for
the m’th receive channel, of the n’th emission at the j’th
elevation position. M is the number of receive elements, N is
the number of transmit VS’s and J is the number of elevation
positions.
III. MEASUREMENT SETUP
All measurements were done with the RASMUS exper-
imental scanner and a precision positioning system (called
internally the xyz-system), both available at the Center for
Fast Ultrasound imaging (CFU). RASMUS is an abbreviation
for Remotely Accessible Software conﬁgurable Multi-channel
Ultrasound Sampling system, and was designed as a very
ﬂexible US system capable of transmitting arbitrary wave-
forms and storage of raw single channel data. A more detailed
description is found in [8]. The xyz-system allows for a precise
movement of the transducer using a stepper motor with a step
size of 5 µm. During the data acquisition the transducer is
moved in steps of 0.09 mm, equal to 0.41 λ, in the elevation
direction between each full scan-sequence. Pulse compression
and ﬁltration is attained with a matched ﬁlter created by time-
inverting the emitted FM-chirp described in [7].
The transducer and in-plane scan sequence parameters are
shown in Table I. The same scan sequence is used for
simulation, and scanning of a single-PSF phantom and a cyst
phantom. A total of 201 or 301 planes are acquired during a
scan. After data acquisition, the data is beamformed off-line
according to (3).
TABLE I
TRANSDUCER AND MEASUREMENT PARAMETERS.
Transducer type Linear array
Number of transducer elements 64
Center frequency, f0 7.0 MHz
Transducer element pitch 0.208
Transducer element height 4.5 mm
Elevation focus 25 mm
STA Scan Parameters
Elements in virtual source 7
Emissions for full STA 64
Lateral VS Focusing F# − 1
2
FM-Chirp length 20 µs
Scan depth 80 mm
Receive apodization Blackman
Receive F# 2
Elevation step-size 0.09 mm
IV. RESULTS
To evaluate the methods ability to estimate an accurate ToF
for an off-axis scatterer, a simulated pulse-echo response is
compared to the value calculated by (2). All simulations uses
Field II [9], [10] to calculate the pulse-echo response. Fig.
2 shows the envelope of the simulated pulse-echo response
and the estimated ToF is shown by a solid black line. The
estimated ToF is compared with the peak amplitude of the
envelope detected simulated response. The difference in arrival
time between the two has a bias of 0.09 λ, and the mean
standard deviation is 0.0049 λ for a 7 MHz pulse. Compared
to the conventional 2-step method for the same point, the bias
is 0.12 λ, and the mean standard deviation is 0.0945 λ.
The methods ability to synthesize a larger aperture in
elevation is evaluated from the full-width at half max (FWHM)
and the main-lobe to side-lobe energy ratio (MLSL) of both
simulated and measured scatterers. For a cyst phantom it is
measured by the improvement of the contrast to noise ratio
(CNR) in the lateral-depth plane. The CNR is calculated by
the method given in [11].
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Fig. 2. Pulse-echo response from a single scatterer at position (25,8,75) mm
relative to the transducer. The envelope of the RF-data is plotted at the receive
channel position with the estimated ToF for each channel overlayed as a solid
black line.
In Fig. 3, the FWHM for scatterers at 20 to 120 mm of
depths is shown. With no elevation focusing a linear increase
of the FWHM is seen as a function of depth. By applying 3D
SA focusing, the constant F# allows for a constant FWHM.
The conventional 2-step focusing method show results similar
to the 3D SA focusing, but has a slightly larger FWHM at
deeper scatterers.
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Fig. 3. Elevation FWHM for scatterers between 20 and 120 mm, with no,
2-step, and with 3D SA focusing.
For different elevation stepping sizes, the effect on a sim-
ulated scatterer at 70 mm of depth is shown in Fig. 4. For a
−8 −6 −4 −2 0 2 4 6 8
−60
−50
−40
−30
−20
−10
0
Elevation − [mm]
Am
pl
itu
de
 −
 [d
B]
Simulated scatterer at 70 mm of depth beamformed using direct beamforming
 with different elevation step−sizes and with no elevation focusing
No elevation
Step 0.99 mm
Step 0.45 mm
Step 0.09 mm
Fig. 4. Projection of the PSF of a simulated scatterer at 70 mm of depth for
different elevation step sizes.
TABLE II
MLSL RATIO AND FWHM FOR SIMULATED AND MEASURED PSF.
Type Simulation Phantom
FWHM
0.09 mm step 1.58 mm 1.77 mm
0.45 mm step 1.77 mm 1.75 mm
0.99 mm step 1.76 mm 1.74 mm
Stacked 2D data 3.39 mm 6.38 mm
MLSL
0.09 mm step 14.64 dB 13.08 dB
0.45 mm step 14.52 dB 12.13 dB
0.99 mm step 11.98 dB 7.18 dB
Stacked 2D data 9.79 dB 1.09 dB
stepping size of 0.09 mm the side-lobes are around -60 dB,
while for 0.45 mm stepping size they are below -50 dB. An
increase of the elevation step-size to 0.99 mm elevates the side-
lobes to almost the same level as with no elevation focusing.
The FWHM is unchanged by the stepping size, as the width
of the synthesized aperture is the same. The values given in
Table II show a decrease in MLSL when the elevation stepping
size is increased, while the FWHM is almost the same.
A phantom measurement of a single diamond PSF phantom
was done at a depth of 65 mm. The amplitude of the PSF
in elevation is shown in Fig. 5. The measurements show a
higher average of the side-lobes compared to the simulation
as well as an asymmetric side-lobe amplitude. The reason for
the asymmetry is assumed to be because the scatterer is not
perfectly below the center elevation position, and that the small
diamond is not an ideal scatterer. The improvement in FWHM
and MLSL when applying 3D SA focusing is better for the
PSF phantom, but the starting point is poorer than for the
simulation. The values are given in Table II.
An image of the measured PSF phantom is shown in Fig. 6.
This image shows a slice in the elevation direction, where the
extent of the scatterer is highly reduced and other impurities
in the phantom are attenuated.
A cyst phantom was scanned with tubes at an angle from
the elevation direction. Fig. 7 shows an image of the cyst
with some homogeneous speckle on the left part. The cyst
is almost not visible with a 40 dB dynamic range without
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Fig. 5. Projection of the PSF measured on a PSF phantom at 65 mm of
depth for different elevation step sizes.
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Fig. 6. PSF phantom B-mode image with and without 3D SA focusing
shown in the elevation-depth plane.
elevation focusing, and shows an improvement of 5.80 dB in
CNR when applying 3D SA focusing.
D
ep
th
 −
 [m
m]
Lateral beamformed image
−5 0 5
58
60
62
dB −40
−30
−20
−10
  0
Lateral − [mm]
D
ep
th
 −
 [m
m]
3D SA beamformed image
−5 0 5
58
60
62
Fig. 7. B-mode image of a cyst phantom with and without synthetic elevation
focusing in the lateral-depth plane. The diameter of the cyst is 4 mm.
V. CONCLUSION
The method shows the ability of calculating the ToF for a
spherical sound wave emitted by a linear array transducer for
any point within the acceptance angles of the VS deﬁned by
the transmit VS and the elevation focus VS. A bias of 0.09λ
and a standard deviation of the error of 0.0049λ is found when
comparing (2) to the simulated pulse-echo response of a single
scatterer placed off-axis.
The method shows the ability of maintaining a constant
F# in the elevation direction allowing an almost constant
FWHM. For a simulated scatterer at 70 mm of depth, the
elevation FWHM is 3.39 mm with conventional imaging, and
1.58 mm with 3D SA focusing. The MLSL is 9.79 dB with
conventional imaging, and 14.64 dB with 3D SA focusing.
During a measurement on a PSF phantom containing a small
diamond, the FWHM was 6.39 mm and 1.77 mm with and
without 3D SA focusing, and the MLSL was 1.09 dB and
13.08 dB. The measurement showed a greater improvement
then the simulations, though the starting position was poorer.
Finally the method was applied to a 3D volume scan of
a cyst phantom, where the ability to improve the contrast
in the conventional imaging plane was evaluated, and an
improvement of 5.80 in CNR was found for a 4 mm water
ﬁlled cyst.
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